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1. Basic principle of the dispersion method 
The determination of the exact atmospheric correction by electro-optical 
distance mea5urements is, in the case of long distances, a difficult problem. 
The dispersion method likely to soon become the only method for determin-
ing the atmospheric correction - offcrs an ingenuous p05sihility to determine 
the refractive index. In the range of visihle light, the refractive index of air is 
known not to d('pend on its thermodynamic characteristics (temperature, 
pressure) alone but also on the wavelength of light propagating in the air. 
Accordingly, if a distance i8 measured hy making use of quite different optical 
carrier waves ({'.g. hIll'? anc1 red) within the range of vi si hIe light, the differ{,llce 
of measurement re8ults (optical path difference) permits to calculate the aver-
age value of the group rei'Tactivity for any of the two carricr ·wavelengths. 
The familiar fundamcntal formula of the method will he written with 
some modification, namely, from the vie'wpoint of energy propagation it is 
more appropriate to determine the average refractivity for the light compo-
nent of the greater wavelength: 
(1) 
where 712 is the average value of the group refractivity for the ligLt component 
of wavelength ;'2; Dl and D 2 are distances delivered by light components of 
wavelengths ;'1 and ;'2' respectively; ~ = ----''''---:.::..-; 71 01 and 7102 are group 
7102 - .• 1 
refractivitv values 
spectively. 
referred to standard air for 'wavelengths ;'1 and ;'2' re-
It should he noted that Eq. (1) does not i11"\-olve the effect of air moisture, 
but the Rycrage value of the water vapour pressure may generally be identified 
with the value at one of the end points; this is mostly sufficient for determining 
the average refractive index with a rms error ..L 1 ppm. 
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2. Accm'acy possihle by the dispersion method 
The accuracy of the average group refractivitv calculated from (1) 
depends on the foIlo'wing factors. 
1. Accuracy of the dispersion formula, determining the accuracy of 
calculated %. The case where the systematic error of the formula depends on 
the wavelength is a particularly difficult one. 
2. Accuracy of knowledge of the two carrier wavelengths selected: 
inaccurate values of ;'1 and j.~ result in a contradiction between the measured 
optical path length and the calculated % yalue. 
3. Accuracy of determination of the optical path difference, i.e., stability 
of measuring frequencies, sensitivity of the phasemeter and the range of 
deviations of the refractive index in turbulent atmosphere. 
Tht' accuracy of dispersion formulae used for defining the refractivity 
of standard air cannot be analyzed here: the first partial research re5ult by 
the author has heen published preYiously [1]: research along those lines i" 
under way. 
The inaccurate knowledge of the wavelengths of the two light components 
used to measure the difference hetween optical path lengths implies that the 
di5persion of the real atmosphere is determined for actual hut unknown 'wave-
lengths and at the same time, the dispersion of standard air is calculated for 
nominal (inaccurate) wavelengths. Let us examine the resulting discrepancy. 
The rms error mn of the yalue n calculatt'd from the formula (1) is the 
function of the rms error m" resulting from the inaccurate knowledge of the 
'wavelength" and of the rms e!TOT m ~D arising in the meaEurement of the 
difference of the optical path lengths: 
I r 
nt" = -I; (n 0 
"j' 0_ 
" ' 
1) '> 0, -. m;:-'- (2) 
It is conyenient to specify the ratio of the two components as 4 . 10-7 to 
9 . 10 then m" rv 1 . 10-6• Accordingly 
LIno .4. '10-7. nLy' = 
. (n02 1)2 (3) 
Let us examine how the my' yalue de.IJends on the wayelength incer-
titude values mi.l and mi.2' then replace (3). Assuming a Cauchy-type disper-
sion formula, the wanted relationship will be 
(4) 
where Band C are the known constants of the dispersion formula. 
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For the determination of the refractive index according to the principle 
of dispersion measurement, only discreet radiation light sources may be applied. 
From those, the radiating wavelength of lasers is exactly known from the 
high-pressure mercury-arc tube light combined of a few bands, the appropriate 
band should be separated hy interference filter. In this latter case, however, 
from the point of view of the dispersion measurement, the effective wavelength 
of the interference fih er will prevail; the uncertainty in the effective wave-
length is the multiple of that of the laser radiation. 
The uncertainty in the wavelength of the laser radiation is of the 10-3 
A order. According to our research results, using lm;er as light source provides 
the possibility in principle to determine the average refractivity at an accuracy 
of 0.001 ppm whilst mercury-arc tube as light sourcc requires, even for an 
accuracy of 1 ppm. to know yery exactly (at a nns error 1.2 to 1.5 A) the 
effectiye wayelength of the interference filters applied. 
In the special literature, similar research work by GOL1JBEV [2] has been 
puhlished. 
In the following, let us examine the question what an uncertainty of 
phase measurement permits to determine the difference of optieal path lengths 
at an accuraey sufficient to determine the ayerage refractivity at a rms error 
1 ppm. According to (2): 
(5) 
where c = 3 . 105 km/sce is thc light velocity in vacuum; f = modulation 
frequency of light; n·"-J 1 = approximate value of the refractive index; 
ilq' = phase difference corre;::ponding to the optical path length difference. 
Be f 60 Mc/;:: (Zeiss EOS), then 
c 
m'.Jrp == 
720°.60 '106 . D .;< • 9 '10-7 
3.105 
so that for a distance of 10 km, the allowable rms error of the pha;::e measure-
ment is: 
using violet and yellow lines of the mercury-arc tube: 
m~rp == 
using blue and yellow lines of the mercury-are tube: 
in the given case, the two values correspond to the determination of the optical 
path length difference at .L l.00 mm and .L 0.75 mm accuracy, respectively. 
6* 
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Let us examine the effect of instable frequency Injon the phase fluctuation 
In'!'. From the familiar formula of distance measurements we obtain by deriva-
tion: 
4n·n·D (6) 
Proceeding now to the difference (m.1,p C'-./ l'2"m'!') and assuming that the 
allowable full phase deviation may be attributed to the frequency swing, by 
replacing the known values, "we have 
Inf = ± 2.l Hz (violet and yellow), 
Inf = ± 1.6 Hz (hlue and yellow). 
The corresponding relative frequency deviations are 3.5 . 10-8 and 
2.7 . 10-8, respectively. Since only a part of the phase dcyiation may result 
from frequency instahility, for determining the refractivity index at the 
required rms error 1 ppm, the relatiye variation of at least one of the 
measuring-frequencies has to be reduced to the order of -'- 1 . 10-8 • 
The electro-optical distance measuring instrument Zeiss-EOS needs 
correction for hoth frequency "tahility and accuracy of phase measuring to he 
suitable for determining the refractivity hy dispersion method. Accordingly, 
a new procedure for phase IneaSUrf'ment was wanted, likely to record 
during a relatiyely short interyal as many yalues as possible from the 
population of the optical path If'ngth differences yarying in every moment. 
Namely, during the few minutes required for distance measurement the sys-
tematic variation of the values of hoth the average refractivity and the modu-
lation frequency may he considered negligible. Thu", phase deviations during 
measurement may he taken as of random, therefore their mean yalue calculated 
from a great numher of measurements corresponds to the states of atmosphere 
and instrument superimposed hy the effects of turhulence and frequency 
devia tion as a "disturhing function". 
3. Purpose of the lahoratory experiment 
Meeting the accuracy requirements of the principle of determination of 
refractivity by dispersion is by no means a simple problem. Perfection of the 
measuring instrument by dispersion neecl;;; still many tests and checkings. 
These latter are, however, rather cumbersome, since measurements are advis-
ahly done on a test section of at least 10 km long. 
No wonder if possihility of dispersion measurements under laboratory 
conditions has been examined. Rather than to produce small changes in length, 
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to find a system developing a measurable path difference bet-ween the two 
modulated components of light, and a possihility to influence this difference 
from outside, caused prohlems. 
To produce a measurahle path difference hetween the two light compo-
nents in the system (referred to in the followings as optical path difference 
simulator) the dispersion of the path difference simulator material should 
exceed that of the air by several orders of magnitude. The possihility to yary 
the path difference from outside (advisahly hy thermal effect) relies, however, 
on the thermal expansion coefficient of the basic material, not much less 
than that of the air. Accordingly, the hasic material of the path length differ-
ence simulator had to he find among the gaseous (eyentually fluid) matters 
of high dispersion. 
To this purpose, carbon disulphide in liquid state had heen selected, 
with a dispersion ahout 15 000 times that of air at room temperature, thus 1 m 
length of the optical path difference simulator was equivalent to an air layer 
15 km thick. Although the thermal expansion coefficient is only one-tenth of 
that of air, due to its high dispersion value, a moderate change in temperature 
can change measurably the optical path difference het"ween the two light 
components (i.e., blue and yellow lines of the mercury-arc tube). 
Among the numerous studies on thc dispersion of carbon disulphide, as 
well as on the relation between dispersion and temperature, excels that by 
FLATOFF [3] reporting on his test results. The fundamcntal formula of the 
laboratory experiment has been deduced from the reported results and the 
dispersion formula hased on them. 
The laboratory experiment has been designed taking in mind the follow-
ing: the optical path difference corresponding to the phase difference of the 
two modulated light components, hence a measurahle quantity, is proportional 
to the difference of group refractivities calculated for thc wavelength of the 
two light components; the proportionality factor is the geometric length of the 
system. The difference of group refractivities will vary for each thermal state 
of the optical path difference simulator, resulting in variable optical path 
differences. Establishment of a relationship hetween the variations of group 
refractivity differences and temperature, and knowledge of the thermal state 
of the system will offer two independent ways, i.e., calculation and measure-
ment, for determining the variation of the group refractivity. 
Thus, for carrying out the lahoratory experiment, refractivity variation 
of carbon disulphide as a function of temperature had to be known. 
The value of the group refractivity can he ohtained from the Ketteler-
Helmholtz dispersion formula: 
ml. 




~ nj (?~ ?'2)2 (7) 
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where }. = wavelength, nf = phase rdractivity; m, m'}.' are physical con-
stants. 
The values of the group refractivity have been calculated on the basis 
of the constants in (7) determined by Flatoff and nf values also determined by 
Flatoff for three temperatures (0 cC, +20 cC, +40 cC) and eight wavelengths 
... . . .. (dN Sngr 10-) (0.36 !-l to 0.;:,9 p), then the refractIvIty VariatIOn -- = -_. 0 for 
. dt St 




and that the values P, Q and R vary linearly with the temperature (e.g., 
P = Po PI· (t -20) ), leading to: 
Po = + 77.432323 
PI = - 1.730618 
Qo = + 4.688529 
Ql = + 1.156158 
Ro = + 0.826758 
RI = - 0.137825. 
Substituting into Eq. (8) and integrating between tl and t 2, the variation 
of the group refractivity difference of carbon disulphide for 'wavelengths }1 and 
}2 due to a temperature variation Llt = t2 t1 , can be calculated: 
(9) 
(9) is the fundamental formula of the laboratory experiment. 
Accuracy tests demonstrated that the confidence of the fundamental 
formula more decreased toward higher temperatures (+40 0C), than toward 
lower temperatures (0 cC), attributed to the very low boiling point of carbon 
disulphide (+46 0C). Therefore the appropriate temperature range of lahora-
tory tests may be 0 ~C to +30 cC; in this range the errOT of the fundamental 
formula "wi1lnot exceed 2 to 3 per cent. 
4. Test arrangement 
The optical path difference simulator had to permit the modulated light 
to traverse the layer of carbon disulphide 1 metre thick in both directions 
(forth and back), and gradually to vary and check the carbon disulphide 
temperature. It was essential to ensure the parallelism of the beams entering 
and leaving the simulator. Hence, the "forward" and "hackward" travel in 
the simulator had to he equivalent hoth geometrically and optically. To this 
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aim, the tube containing carbon disulphide had been closed 'with a triple 
prism at one end, and with a precise pIano-parallel plate at the other. 
For the laboratory experiment, the light source of the electro-optical 
distance measuring instrument EOS, an incandescent lamp, has been replaced 
by a mercury-arc tube. 
/0 
Fig. 1 
et= 10 kc/s) 
, n 
LlG = T 
lA 
iJCf' [cyet.] =f· Jt 
The phase difference measurement reduced to timing had a high-precision 
frequency counter as hasic instrument, with three modes of operation (ealihra-
tion, frequency-counting, phase-measuring) to he completed hy an external 
high-speed recorder considering that the measurement precision strongly 
depends on the speed of recording. The principle of phase-measuring, reduced 
to timing, and its hlock diagram are represented in Figs 1 and 2, respectiyely. 
The frequencies IM and IR of the two oscillators emitting measuring and 
reference signals pass through the impedance transformer (1), then through 
the high frequency amplifier and limit er (2) to the digital frequency-meter (3). 
The impedance transformer minimizes the reaction of the measuring instru-
ment, the amplifier and limit er keeps the amplitude of the signal in the speci-
fied range (0.1 to 1.0 V). 
Calibration of the co'unter is done by means of the reference frequency 
5 Me/s, accepted hy the reference frequency pick-up (4). 
The digital phase-meter system works as follows: the measuring signal 
(Ulv1 ) and the reference signal (UR ) pass first through the narrow-hand (5) 
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then the wide-hand (6) amplifier. The timing unit of the frequency counter (3) 
provides a pulse at each of the positive zero-transition points of the two sinusoi-
dal signals. The two pulses control a main gate signal equal in length to the 
interval of start and stop pulses. After counting the pulses transmitted during 
the gate signal, the numerical result ill time units appears on the instrument 
dial. (The instrument produces the timing pulses from a signal of a reference 
oscillator. ) 
fN' 10-'-
"'--'-' --' '\ 
o 
Fig. 2 
The high operation rate of the frequency counter IS of use only if the 
suhsequent signals are recorded at the required rate. 
On the output of the universal counter - in position "out" - the codes 
of output digits appear simultaneously. The parallel system of signals is 
converted into a series system by a suitahle transformer (7), then transmitted 
to the tape puncher type PERFOMOM 30 (8). After punching the code of the 
first decade digit, the tape puncher emits a "ready" signal answered by the 
transformer with a "start" signal, indicating the code of the second decade 
digit. After the code of the last digit is punched in, the ml'asuring may be 
continued. The "out" signal should he timed so as to permit recording of the 
whole output. 
Rapid measuring and recording is concomitant to processing an enormous 
amount of informations, facilitated by the direct availability for data process-
ing of the punched tape. Elaboration of an appropriate program causes no 
difficulties. 
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Summary 
Dispersion of the air offers a possibility to exactly determine the atmospheric correc-
tion of electra-optical distance measurements. The basic principle of the dispersion method is 
described and some questions of the accuracy to be achieved are dealt with. The allowable 
uncertainty in the wavelength of the im"olved light components, the possible rate of instability 
of the frequency and the permissible rms error of the phase measuring are determined ,dth the 
basic requirement that provided errors are superposed, the average refractivity is needed with 
a nns error::,:: 1 ppm. The laboratory experiment eliminates the familiar difficulties of field de-
terminations. Varying the temperature of the carbon disulphide layer 1 m thick - equivalent 
to 15 km of atmosphere at a known rate provides a control over the operatiou of the disper-
sion meter. The basic formula used in the laboratory experiment is a relationship between the 
change in temperature and in refractivity of the carbon disulphide, taking the wavelength 
into account. The preparation of the laboratory experiment is presented together with the 
principle of phase measuring reduced to timing. as well as the practical modalities. 
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